§862.1240

therapy with this drug. This generic
type of device includes immunoassays
and chromatographic assays for
cyclosporine.

(b) Classification. Class II (special
controls). The special control is ‘“‘Class
II Special Controls Guidance Docu-
ment: Cyclosporine and Tacrolimus As-
says; Guidance for Industry and FDA.”
See §862.1(d) for the availability of this
guidance document.

[67 FR 58329, Sept. 16, 2002]

§862.1240 Cystine test system.

(a) Identification. A cystine test sys-
tem is a device intended to measure
the amino acid cystine in urine. Cys-
tine measurements are used in the di-
agnosis of cystinuria (occurrence of
cystine in urine). Patients with
cystinuria frequently develop kidney
calculi (stones).

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2305, Jan. 14, 2000]

§862.1245 Dehydroepiandrosterone
(free and sulfate) test system.

(a) Identification. A
dehydroepiandrosterone (free and sul-
fate) test system is a device intended
to measure dehydroepiandrosterone
(DHEA) and its sulfate in urine, serum,
plasma, and amniotic fluid.
Dehydroepiandrosterone measurements
are used in the diagnosis and treat-
ment of DHEA-secreting adrenal car-
cinomas.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

§862.1250 Desoxycorticosterone test

system.

(a) Identification. A
desoxycorticosterone test system is a
device intended to measure
desoxycorticosterone (DOC) in plasma
and urine. DOC measurements are used
in the diagnosis and treatment of pa-
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tients with hypermineralocorticoidism
(excess retention of sodium and loss of
potassium) and other disorders of the
adrenal gland.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

§862.1255 2,3-Diphosphoglyceric acid
test system.
(a) Identification. A 2,3-

diphosphoglyceric acid test system is a
device intended to measure 2,3-
diphosphoglyceric acid (2,3-DPG) in
erythrocytes (red blood cells). Meas-
urements of 2,3-diphosphoglyceric acid
are used in the diagnosis and treat-
ment of blood disorders that affect the
delivery of oxygen by erythrocytes to
tissues and in monitoring the quality
of stored blood.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to the limitations in §862.9.

[62 FR 16122, May 1, 1987, as amended at 53
FR 21449, June 8, 1988; 66 FR 38787, July 25,
2001]

§862.1260 Estradiol test system.

(a) Identification. An estradiol test
system is a device intended to measure
estradiol, an estrogenic steroid, in
plasma. Estradiol measurements are
used in the diagnosis and treatment of
various hormonal sexual disorders and
in assessing placental function in com-
plicated pregnancy.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

§862.1265

(a) Identification. An estriol test sys-
tem is a device intended to measure es-
triol, an estrogenic steroid, in plasma,
serum, and urine of pregnant females.
Estriol measurements are used in the
diagnosis and treatment of

Estriol test system.
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fetoplacental distress in certain cases
of high-risk pregnancy.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

§862.1270 Estrogens (total,
nancy) test system.

(a) Identification. As estrogens (total,
in pregnancy) test system is a device
intended to measure total estrogens in
plasma, serum, and urine during preg-
nancy. The device primarily measures
estrone plus estradiol. Measurements
of total estrogens are used to aid in the
diagnosis and treatment of
fetoplacental distress in certain cases
of high-risk pregnancy.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

in preg-

§862.1275 Estrogens
nancy) test system.

(a) Identification. As estrogens (total,
nonpregnancy) test system is a device
intended to measure the level of estro-
gens (total estrone, estradiol, and es-
triol) in plasma, serum, and urine of
males and nonpregnant females. Meas-
urement of estrogens (total, nonpreg-
nancy) is used in the diagnosis and
treatment of numerous disorders, in-
cluding infertility, amenorrhea (ab-
sence of menses) differentiation of pri-
mary and secondary ovarian malfunc-
tion, estrogen secreting testicular and
ovarian tumors, and precocious pu-
berty in females.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

(total, nonpreg-

§862.1280 Estrone test system.

(a) Identification. An estrone test sys-
tem is a device intended to measure

§862.1295

estrone, an estrogenic steroid, in plas-
ma. Estrone measurements are used in
the diagnosis and treatment of numer-
ous disorders, including infertility,
amenorrhea, differentiation of primary
and secondary ovarian malfunction, es-
trogen secreting testicular and ovarian
tumors, and precocious puberty in fe-
males.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

§862.1285

(a) Identification. An etiocholanolone
test system is a device intended to
measure etiocholanolone in serum and
urine. Etiocholanolone is a metabolic
product of the hormone testosterone
and is excreted in the urine.
Etiocholanolone measurements are
used in the diagnosis and treatment of
disorders of the testes and ovaries.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to §862.9.

[62 FR 16122, May 1, 1987, as amended at 65
FR 2306, Jan. 14, 2000]

Etiocholanolone test system.

§862.1290 Fatty acids test system.

(a) Identification. A fatty acids test
system is a device intended to measure
fatty acids in plasma and serum. Meas-
urements of fatty acids are used in the
diagnosis and treatment of various dis-
orders of lipid metabolism.

(b) Classification. Class I (general con-
trols). The device is exempt from the
premarket notification procedures in
subpart E of part 807 of this chapter
subject to the limitations in §862.9.

[62 FR 16122, May 1, 1987, as amended at 53
FR 21449, June 8, 1988; 66 FR 38787, July 25,
2001]

§862.1295 Folic acid test system.

(a) Identification. A folic acid test sys-
tem is a device intended to measure
the vitamin folic acid in plasma and
serum. Folic acid measurements are
used in the diagnosis and treatment of

207



